Very high pressure HPLC with 1 mm id columns.
Theoretical calculations and experimental data indicate that very high pressure HPLC can be performed using 1 and 1.5 mm id columns, and contrary to previous beliefs, the frictional heating generated does not appear to be detrimental to the separation.